Clinical assessments performed during robotic rehabilitation by the gait training robot Lokomat

Lars Lünenburger, Gery Colombo, Robert Riener, and Volker Dietz

Abstract—Neurological disorders, such as spinal cord injury, stroke, and traumatic brain injury, affect the motor performance of affected individuals. The most important result is the loss of function, e.g. gait function. A reduction of normal features and an increase in pathological features lead to this loss. Muscle weakness and increased involuntary muscle tone (spasticity) are most commonly affected.

Robotic rehabilitation devices are available for re-training impaired functions. For example, the Lokomat supports patients during body-weight supported treadmill training. The robotic devices are equipped with sensors (e.g. position and force) and actuators needed for their control. Beyond pure training, advanced tools can use these sensors and actuators to measure physiological and other properties of the patient using the device.

We report here the design, implementation, and first tests of tools that allow (i) measurement of spasticity and (ii) measurement of voluntary muscle force with the Lokomat. The spasticity tool measures mechanical stiffness during controlled passive movements of the legs. The voluntary force tool measures maximum isometric torque in the hip and knee joint. Mechanical stiffness is higher in patients with higher spasticity. The voluntary force tool can be used in patients with incomplete spinal cord injury.

We conclude that the use of robotic devices for assessment of patients during their training will be an efficient and important addition to robotic-supported therapy in the future.

I. INTRODUCTION

The ability to walk is important for social and economic aspects of life. Neurological diseases – especially spinal cord injury, stroke and traumatic brain injury – frequently lead to motor disorders and gait impairments. Gait rehabilitation is usually one of the major aims of treatment. One commonly used therapy is body-weight supported treadmill training [3]-[6]. The driven gait orthosis Lokomat [1], [2] relieves the therapists from tediously moving the legs of the patients during the treadmill training. This robotic rehabilitation approach delivers constant secure guidance of the patients during the treadmill training. This robotic approach can be coupled with sensitive evaluation tools to investigate the effects of the new treatments. Robotic rehabilitation delivers the precision needed and provides the possibility to collect accurate data about subject performance.

Emerging therapies aimed at neural regeneration e.g. in spinal cord injury, will require that appropriate supplementary physical and occupational therapy training becomes standardized. Otherwise, any effects of the neural regeneration therapy cannot be separated from effects resulting from differences in therapeutic training. Thus, it will be essential to have methods available to apply precise movement training. Moreover, these training protocols will need to be coupled with sensitive evaluation tools to investigate the effects of the new treatments. Robotic rehabilitation delivers the precision needed and provides the possibility to collect accurate data about subject performance.

Neurological injuries affecting the upper motor neuron, e.g. brain or spinal cord injury, can lead to so-called negative and positive syndromes. Negative features are weakness and loss of dexterity. Positive features include spasticity, abnormal posture, and the Babinski reflex. Secondary to spasticity and abnormal posture, contractures of muscles and tendons can reduce the range of motion.

Muscle weakness can be measured per se, or during the performance of a motor behavior. Voluntary muscle force can be clinically measured by the British Medical Research Council manual muscle test, which is a 6-point scale with which an examiner rates the force generated by the patient. Quantification by isometric force measurements is rarely used in the clinical setting. Robotic rehabilitation devices are usually equipped with force transducers and can therefore measure muscle force. A measurement of gait performance is already implemented for the Lokomat in the form of a biofeedback system [7], [8]. The gait performance of the patients is measured for all four joints, as well as stance and swing phase separately by weighted averages of the torques required to move the legs.

Spasticity is an alteration in muscle activation with increased tone and reflexes frequently occurring after neurological injuries affecting the upper motor neuron, e.g. brain or spinal cord injuries. The most commonly adopted definition of spasticity is “a motor disorder characterised by a velocity-dependent increase of tonic stretch reflexes
(muscle tone) with exaggerated tendon jerks, resulting from hyperexcitability of stretch reflexes” [9]. More recent definitions [10], [11] emphasize some aspects differently. Generally, spasticity leads to an increase in mechanical resistance of a joint during passive movements. Spasticity can affect motor control in a negative way leading to unwanted movements or preventing intended movements. However, in some cases patients actively rely on their spasticity to support their voluntary muscle activation, e.g. to extend the legs while standing [12]. These factors make a sensitive measurement of spasticity a prerequisite for any therapeutic treatment that modifies spasticity.

Methods for spasticity assessment can be classified as clinical, biomechanical, or neurophysiological (for review see [13]-[15]). The most commonly used clinical test is the Ashworth test [16] and its modification by Bohannon and Smith [17]. In these tests an examiner moves the examined limb and rates the mechanical resistance on a 5- [16] or 6- [17] point scale. The reliability of these tests is controversial (e.g. [18]).

Whereas neurophysiological approaches (e.g. H-reflex quantification) cannot be directly translated to rehabilitation robotics, biomechanical methods deliver viable approaches, especially those that apply device-controlled passive movements to the patients. Isokinetic machines with controlled displacements, e.g. ramp or ramp-and-hold [19]-[24], sinusoidal [25], and random rectangle [26], [27] trajectories, are most commonly described. The resistance of the joint is measured as the torque required to obtain a controlled displacement.

The aim of this project is to design, implement, and test tools for the robotic rehabilitation device, Lokomat, that assess spasticity and voluntary muscle force.

II. METHODS

A. Lokomat

The Lokomat® (Hocoma AG, Volketswil, Switzerland) is a bilateral robotic orthosis that is used in conjunction with a treadmill and a dynamic body weight support to control a patient’s leg movements in the sagittal plane (Fig. 1). The Lokomat’s hip and knee joints are actuated by linear back-driveable actuators integrated into an exoskeletal structure. Passive foot lifters assist ankle dorsiflexion during the swing phase. The legs of the patient, which are fixed to the exoskeleton by straps, are moved according to a position control strategy with predefined hip and knee joint trajectories.

B. Spasticity measurement

For assessment of the spasticity, the subject was attached to the orthosis and lifted from the treadmill by the body weight support system. The orthosis performed controlled displacements of each of the four actuated joints at three different velocities (30°/s, 90°/s, and 120°/s, peak angular velocity). The trajectories were sine-squared functions and, as such, similar to the movements applied by an examiner during the manual Ashworth test. Torques (T) and joint angles (x) measured by the orthosis during the movement were used to calculate the mechanical elastic stiffness (K) as the slope of the linear regression T=Kx+T0, with a torque offset T0. To compensate for the passive physical effects of the orthosis, the torque, T, resulting from inertial, gravitational, coriolis and frictional effects was calculated with an identified model of the orthosis and subtracted. In addition, we compensated for the gravitational and inertial torques of the subject’s leg.

For this first study, spasticity was assessed manually (Modified Ashworth Scale) and by the Lokomat before and after regular Lokomat training (duration about 30min).

C. Measurement of voluntary force

The Lokomat was set to position control mode with preset fixed joint angles (hip 15° flexion, knee 30° flexion). The system controlled the drives to keep this preset position. The measurement was almost isometric because the torque output of the drives was limited due to safety considerations. However, the deviations of the current from the desired position were negligible. The measured torques were displayed online to the patient and the therapist. The maximum torques for flexion and extension were also calculated online and displayed. The patient was instructed by the examiner to flex and then extend the joints and to try
to increase the displayed maximum indicators.

III. RESULTS

A. Measurement of spasticity

In total, 42 patients with neurological disorders participated after giving informed consent. The mechanical stiffness correlated with the Modified Ashworth score of the corresponding joint (Fig. 2 for the highest velocity). Generally, higher mechanical stiffness was observed in joints with higher spasticity (MAS 2 to 4). The stiffness does not vary systematically for MAS 0, 1 and 1+, which, by definition, differ in terms of the presence and strength of a transient resistance (“catch”) that presumably results from the reflex response.

B. Measurement of voluntary force

Three patients with spinal cord injury (all ambulatory) and 4 healthy subjects participated after giving informed consent. The patients as well as the controls were able to follow the instructions and generate voluntary contractions in the flexion and extension directions (Fig. 3). Overall, the tested patients could generate similar torques compared to the control group. Torques measured for the hip joint were generally larger than for the knee joint. Patient 1 (a 31 year old female) produced apparently smaller torques, which might be related to her shorter leg lengths. However, the smaller torques observed for the left knee compared to the right knee correspond to other clinical observations. Availability of feedback did not appear to have a systematic influence.

IV. DISCUSSION

Two assessments of physiological status were implemented in the gait training robot, Lokomat. The measured mechanical stiffness was higher in patients with higher spasticity. Muscle weakness was measured via maximum isometric voluntary force.

The measurement of mechanical stiffness used in the present study was unable to discriminate between lower levels of spasticity (Modified Ashworth Scale 0, 1, 1+). This has also been reported for other biomechanical measurements of spasticity, e.g. [28]. These scale levels differ in the presence of the “catch”, i.e. a transient increase of resistance, whereas the used stiffness calculation via linear regression is insensitive to this. Advanced analysis methods observing locally increased resistance will be tested in the future.

For the voluntary force measurement, the small number of subjects in the present study indicates the feasibility of the concept, but the validity of the measurement remains to be established. Furthermore, the algorithm used here did not automatically ensure the test of all eight movements. It relied on proper and complete instruction by the examiner. Its results would not indicate a difference between complete paralysis and a forgotten instruction. An improved tool with a computer-controlled measurement sequence is currently being tested and validated.

V. CONCLUSION

Rehabilitation robots are not restricted only to training of patients. The built-in sensors can be used to assess the
physiological and neurological status of patients. First examples are presented in the present paper. However, thorough clinical validations that are needed for application in rehabilitation hospitals and research still have to be completed.

The possibility to obtain objective assessments of the patients in a repeatable manner and with minimal effort might be an important prerequisite for wide-use of evidence-based medicine, goal-directed rehabilitation, and future trials in neuro-rehabilitation. These additional features will increase the scientific and therapeutic return on the financial investment in these devices.

ACKNOWLEDGMENT

The authors thank Andreas Brunschweiler and Monica Oertig for their assistance.

REFERENCES